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Radiation Imaging of -ry-Storage Casks for Spent 
7uclear Fuel 

<laus-Peter >iock, Gus Caffrey, Alain Bebrun, Beon Forman, Peter Danier and Eason Wharton 

!Abstract–We report the results of a measurement campaign 
conducted on six dry-storage, spent-nuclear-fuel storage casks at 
the Idaho National Laboratory. A gamma-ray imager, a thermal-
neutron imager and a Ge-spectrometer were used to collect data. 
The campaign was conducted to examine the feasibility of using 
cask radiation signatures as unique identifiers for individual 
casks as part of a safeguards regime. The results clearly show 
different morphologies for the various cask types although the 
signatures are deemed insufficient to uniquely identify individual 
casks of the same type. Based on results with the Ge-
spectrometer and differences between thermal neutron images 
and neutron-dose meters, this result is attributed to the limita-
tions of the extant imagers used, rather than of the basic concept.  

I. I7TRJ-UCTIJ7 

ccounting for spent nuclear fuel is one of the important 
safeguarding tasks performed by the IAEA. The material 

is both highly radioactive and can contain significant quanti-
ties of fissile material. For the ten years following the last 
burn cycle, the material is generally stored in wet-storage fa-
cilities or “ponds” at the reactor site. After this time, it can be 
transferred to dry storage casks and moved to pads awaiting 
final disposal. -espite the fact that we are over five decades 
into the nuclear era, no long-term disposal sites exist. This 
means that more and more material is accumulating at “tempo-
rary” storage facilities in dry storage casks.  

Although there are many types of dry storage casks, they all 
share the basic design goal to limit radiation exposure outside 
the cask. This means that cask walls include significant shield-
ing for both neutron and gamma-radiation. Sence, traditional 
non-destructive analysis (7-A) and assay techniques to verify 
cask contents are ineffective after a cask is sealed. The safe-
guard regime therefore relies on the use of tamperproof tags 
and seals (C/S) with regular inspections to maintain continuity 
of knowledge that cask contents remain as loaded. Boading 
occurs in the presence of IAEA inspectors who apply the C/S 
indicators after the cask is “irreversibly” sealed. The casks are 
generally stored in “farms” that are periodically visited by 
inspectors who certify that the cask contents have not been 
altered.  
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As the inventory of spent fuel around the world increases, 
monitoring of cask loading operations and subsequent C/S 
inspections are creating a greater burden on IAEA resources. 
The ever-increasing quantity of casks also increases the likeli-
hood of C/S failure. This is particularly problematic since 
farms are generally outdoors, exposed to the weather. In the 
event of C/S failure, there is currently no means of reestab-
lishing a cask’s contents without reopening itga technique 
that is not considered realistic in light of the costs associated 
with such an undertaking.  

In the late winter of 2ZZ3, the IAEA held a Coordinated 
Technical Weeting on Spent Fuel Derification Wethods to 
examine the means of safeguarding spent nuclear fuel. Jne of 
the suggestions from the meeting was to use “fingerprinting” 
as a means to re-certify the contents of a cask in the event of 
C/S failure and also as a means of strengthening the C/S re-
gime itself. The general concept relies on identifying proper-
ties unique to individual casks, based on their loading, that can 
be used to identify them independent of external markings.  

At the heart of the technique are the facts that the casks are 
loaded with fuel assemblies of varying burn-up to distribute 
the heat load in the cask and that radiation from the fuel 
reaches the cask surface despite the heavy shielding. In prin-
ciple, this should result in a multi-lobe signature of the radia-
tion field that might serve to identify the cask loading. 

The radiation pattern will have two components. The first, 
and major, component will be due to radiation that interacts in 
the cask walls on the way to the surface. This radiation will 
generate a diffuse image, such as that obtained from a light 
bulb behind a translucent diffuser. The second, smaller com-
ponent will exit the cask without interacting in the shielding at 
all. This radiation might provide a faithful picture of the ge-
ometry of the outer nuclear materials. (The inner fuel elements 
will be shielded by the outer layers and will be difficult to 
image directly.)  

Based on this concept we conducted a measurement cam-
paign including both a thermal-neutron and a gamma-ray 
imager at the Test Area 7orth (TA7) site of the Idaho 7a-
tional Baboratory (I7B). This facility has six different spent 
fuel casks available for test measurements (See Fig. 1.) 

II. I7STRUWE7TATIJ7 

". $oded ()erture i.(/in/ 
The two imagers used in the measurements are based on the 

coded-aperture imaging technique.i1j This form of imaging 
relies on a shadow mask placed between the radiation source 

A 



 

and a position-sensitive detector to encode the image as a spa-
tial modulation of counts at the detector. With specially se-
lected shadow patterns, artifact-free images can be obtained in 
times short compared with those required by a pinhole cam-
era. To remove artifacts due to various effects, the data is 
normally collected in two equal-time integrations using a 
mask and its inverse (anti-mask.) The shadow patterns used by 
both of the imagers are anti-symmetric on rotation and this 
property is used to obtain the two data sets.  

1. 2(..(3r(4 5.(/er 
The gamma-ray imager used in these measurements is 

shown in Fig. 2. It is described in detail elsewhere. i2j It com-
prises a base-1\, SURA, coded-aperture mask i3j that is pro-
jected onto a CsI(7a)-based, position-sensitive, gamma-ray 
detector. The mask is 5-mm thick Ta with a hexagonal hole 
flat-face size of 2.14 mm. The detector uses a 12-cm diameter, 
1-cm thick CsI(7a) disk mounted on a Samamatsu R32\2 i4j 
position-sensitive-photomultiplier tube (PSPWT). The detec-
tor has an effective area of k 6Z cm2, a position resolution of 3 
mm and an energy resolution of 11m at 356 keD. The detector 
is mounted on linear bearings that allow it to be set in one of 
five different distances from the mask, providing a zoom ca-
pability. -ata from the PSPWT is collected by a gated-
integrator-based data acquisition system that uses a commer-
cial, 16-bit digitizer mounted in a palm-top computer. The 

computer records the data in list-mode and also generates an 
online image.  

In addition to the gamma-ray data, a visible-light video 
camera, coaligned with the imaging axis of the instrument, is 
used to record an image before each run. This image is scaled 
to the gamma-ray image and the two are simultaneously dis-
played in an overlay mode by the computer. The gamma-ray 
image is shown in false-color “in front” of the visible light 
image. Those gamma-ray pixels a selectable value below the 
maximum are turned clear so that portions of the visible light 
image can be seen.  

The list-mode data file recorded during an acquisition can 
be used to perform a complete, post-acquisition analysis, al-
lowing the user to vary software settings (such as source dis-
tance and energy cuts.) The data can also be processed to cre-
ate images for each energy bin, generating a data cube that can 
be explored interactively to determine both the images ob-
tained in different energy windows, and the spectra from dif-
ferent pixels or regions of the image. i5j 

Finally, it should be noted that the gamma-ray imager used 
in these measurements is a prototype developed for use in 
arms-control applications. As such, it is optimized to respond 
to gamma-radiation from 235U at 1`6 keD and the 3_4 and 414 
keD lines from Pu as well as the k 1ZZ keD <-shell fluores-
cence radiation from these elements. Unfortunately, the upper 
limit of the electronics is set to 63Z keD, a value that is too 
low to image any of the line radiation that was measured to 
leak from the casks with the Ge spectrometer. 

$. 67er.(8 9eutron 5.(/er 
The thermal neutron imager is based on a crossed-wire 

chamber with a 2Z-cm x 1_-cm sensitive area operated in the 
proportional mode with a gas mixture of 6 bar 3Se and 2.5 bar 
of propane. -etails of the construction and the readout elec-
tronics can be found elsewhere i6j. The detector is enclosed in 
a Cd-lined box equipped with one of three choices of coded-
aperture, WURA masks i_j fabricated from Z.4-mm thick Cd 
mounted on an unperforated aluminum backing sheet. A mask 
can be inserted in one of four different tracks at different focal 
lengths. The base pattern of each mask is a square of 15 cm x 
15 cm. Three different resolution masks are available with  
(A) 1\ x 1\ (B) 31 x 31 and (C) 4_ x 4_ pixels in the base 
pattern. The majority of cask data was collected with a 1Z-cm 

 
Fig. 2. Gamma-ray imager looking down on the WC-1Z cask. 

 
Fig. 1. The six casks available for measurement at the I7B Test Area 7orth Facility. 



 

focal length. This gives a field of view at the source that is 1.5 
times the distance to the cask. The imager is shown in Fig. 3. 

A custom-built, data-acquisition board is used to accumu-
late a 2-d spatial histogram of neutron absorption events. The 
spatial resolution of the chamber is limited to about 1 mm by 
the difference in ranges of the proton and triton produced by 
the reaction of a neutron with 3Se. This is oversampled three-
fold by the readout electronics. This means that the smallest 
mask pixel (3 mm x 3 mm) is oversampled by about a factor 
of \ in each direction, providing a high degree of adjustability 
in the image-processing software. We use this to allocate re-
gions of the detector to pixels of the mask shadow while tak-
ing account of the magnification of the shadow at short 
ranges. i5j Jptimizing the focus for objects in the scene at 
different ranges can therefore be performed in software after 
the data are recorded. Also, physical registration of detector 
elements with mask pixels is not required. 

:. 2(..(3r(4 ;)ectro.eter 
The high-resolution, gamma-ray spectra from the casks 

were taken using a 3\m relative-efficiency, 7-type, coaxial, 
high-purity germanium detector. It is collimated with a bis-
muth annulus restricting its field of view to 1Z degrees (Fig. 
4.) The system is the same as used for PI7S work and has 
been described in detail elsewhere i`j. The data were col-
lected using an JRTEC, 7omad-Plus, portable, multi-channel 
analyzer. The deadtime of the measurements was kept below 
26m. -ata were collected from a distance of 3 m and the de-

tector was elevated 1.` m above the ground, nearly at cask 
mid-height.  

III. TEST AREA 7JRTS (TA7) FACIBITe 
The “Test Area 7orth” at Idaho 7ational Baboratory (I7B) 

has a facility to perform experimental measurements on six 
different, spent-nuclear-fuel, dry-storage casks. These are set 
outdoors on a concrete pad with a fence providing a personnel 
boundary between the general and a radiation zone. Flux at 
the boundary can be as high as 5 mR/hr. All images save the 
overhead views were taken from outside the fence. The casks 
with images in the paper and a synopsis of their loading, is 
given below, details are available from i\j: 
1) =e>tin/7ou>e ?$310B This cask contains 5 intact Turkey 

Point PWR assemblies, 12 DEPCJ PWR assemblies and 
one BC- B-1_ PWR assembly. The latter has 21 fuel 
rods replaced by stainless steel rods for a total of 1`3 fuel 
rods. Thus 1` of 24 possible locations are used for a total 
of 14.\\ Wetric Tons of Seavy Wetal (WTSW). 

2) 29; $(>tor CD21 $(>FB This Cask contains 21 DEPCJ 
PWR assemblies. Twenty of the assemblies are intact 
while one has 12 rods removed for a total of \.2_ WTSW. 
The fuel was discharged from the Surry reactor in 7ov. 
1\`1 and was in water storage until Euly 1\`5 when it 
was loaded into the cask. i1Zj Jn average it has a burn-up 
of 3Z-35 GWd/WTU. i11j 

3) GH"32023B This cask is loaded with intact commercial 
fuel assemblies from Connecticut eankee (PWR,) S. B. 
Robinson (PWR,) Beach Bottom (BWR) and -resden I 
(BWR) reactors. Five positions in the cask are occupied 
by “loose” fuel rods. The cask also contains fuel from the 
Boss of Fluid Test (BJFT) reactor including the center 
module FP-1 with two rods removed and the remains of 

 
Fig. 4. The Ge spectrometer and collimator. 

 
Fig. 3. Thermal neutron imager aimed at the D/21 cask (right.) A spare 
mask and the remote data acquisition system (left.) 

   
Fig. 5. Gamma-ray images of the WC-1Z cask. The wide-angle image (left) and zoomed-image (middle) show little structural detail but are clearly of a differ-
ent shape than the top view (right.) The spectrum from the middle image is shown in Fig. 6. 



 

the FP-2 center module housed in ten storage cans that 
also contain two loose FP-rods and epoxy. The total Cask 
content is 1._\ WTSW 

ID. WEASURWE7TS 

". =e>tin/7ou>e ?$310 
The most extensive measurements were performed on the 

Westinghouse WC-1Z cask. Its location at the end of the pad 
allowed images to be obtained without concerns that radiation 
from neighboring casks also cast shadow patterns on the de-
tectors, possibly resulting in artifacts. 

1) 2(..(3r(4 i.(/er d(t( 
Gamma-ray images from this cask are shown in Fig. 5. Two 

side views of different resolutions were obtained from a range 
of 6.14 m. The wide-field image represents 12Z min. of data 
with pixels at the cask 14 cm across. The higher-resolution 
image has pixels `.5 cm across and represents 1`Z min. of 
data. Finally, a lift was used to obtain an oblique, top-down, 
view. This image represents a total 16Z mins. of data at a spa-
tial resolution of k _.Z cm. A sample spectrum obtained with 
the imager is shown in Fig. 6. Although there are some differ-
ences between the end and side spectra, the differences are not 
worth exploring given the low resolution of the device. 

2) 67er.(8 neutron i.(/er d(t( 
A side view of the cask was obtained `.1 m from the center 

of the cask with a 1Z-cm focal length, using the “A” mask. 
The field of view was 12.2 meters, with 64-cm pixels at the 
cask. The count rate was about 25Z neutrons per second. The 
image comprises six hours of data. Fig. _ shows the final im-

age with unsmoothed data binned into areas corresponding to 
n of the mask pixel area. It is not clear whether fluctuations in 
intensity on the scale of one pixel show any significant fea-
tures in the fuel assembly, because the image still contains a 
lot of statistical noise. A smoothed image is also shown with 
the outline of the cask superimposed in green. It can be seen 
that the entire cask glows fairly uniformly. Top-down views 
similar to those obtained with the gamma-ray imager were 
attempted, but no useful image resulted.  

3) 2e ;)ectro.eter d(t( 
A spectrum obtained on this cask with the Ge detector is 

shown in Fig. `. The data represent 1ZZZ sec. of livetime with 
a deadtime fraction of 22.\m. The spectrum shows prominent 
gamma-ray lines of the fission products 13_Cs, 6ZCo and 154Eu; 
and contains boron, calcium, hydrogen, iron and silicon neu-
tron induced gamma-ray peaks as well. 

1. Kt7er $(>F> 
Spatial constraints restrict displaying all of the images ob-

tained during the campaign. Sample images demonstrating 
different morphologies seen are shown in Fig. \ for both 
gamma and neutron images. The images on the left are of the 
Castor D/21cask and those on the right of the REA-2Z23. The 
gamma-ray threshold of the left image is 6Zm due to poor 
contrast. All other gamma images have a threshold of 5Zm. 

D. -ISCUSSIJ7 
 As can be seen by examining the various images, the re-

sults clearly differ by both cask type and the radiation that is 
imaged. The most striking example of the latter is shown on 

the left side of Fig. \ where the gamma-ray and 
thermal neutron images of the Castor D/21 are 
presented. The gamma-ray image has low-contrast 
with the prominent feature a hot region at the bot-
tom of the cask. This is likely due to radiation 
emitted from the poorly shielded cask bottom 
scattering into the imager’s line of sight. In con-
trast, the thermal neutron image shows the cask as 
a region of low emission against a brighter back-
ground. This is particularly surprising given that 
this cask showed one of the highest neutron dose-
rates as measured by the health physicists. This 
can be explained by the fact that dose measure-
ments are taken with detectors that include ther-
malizing material, i.e. poly-ball detectors. This is 

  
Fig. _. Thermal neutron images of the WC-1Z cask, normal (left) and smoothed (right.) The 
dashed rectangle shows the outline of the cask. 

Z

2Z

4Z

6Z

`Z

1ZZ

12Z

14Z

Z 1ZZ 2ZZ 3ZZ 4ZZ 5ZZ 6ZZ

 <
C

ou
nt

s/
B

in

Energy(<eD)

Fig. 6. Spectrum from the zoomed, side-view image of the WC1Z cask.  
Fig. `. WC-1Z Ge spectrometer results with prominent lines labeled.



 

clear evidence that the cask is emitting neutrons above the 
thermal energy range that the imager sees.  

By comparison the REA 2Z23 cask on the right side of the 
figure shows similar morphologies with both radiation types. 
The radiation is well contained to the middle of the cask. 

In general the results clearly indicate that the images ob-
tained are dominated by the radiation component scattered in 
the shielding. This explains why the gamma-ray images show 
little structural detailgthe diffuser in front of the light source 
is too thick. The thermal neutron images are one step worse, 
directly correlating with the type of shielding material. Those 
casks with concrete shielding show a well defined thermal 
image, while those without do not.  

-espite these disappointing results, there is some hope that 
fingerprinting techniques may be viable. The Ge spectra, as 
represented by Fig. `, show significant promise. In particular, 
the prominent photopeak lines in the spectra must come from 
unscattered radiation, since Compton scattered gamma-rays 
show up below the photopeak energy. Sence, gamma-rays in 
the photopeak did not scatter in the shielding. Further, the 
signal-to-background ratios in the lines are of order unity. 
This would indicate that if one had an imager suitable for use 
at higher energies (say the 13_Cs 662 keD line) and with good 
energy resolution, then one could obtain clearer images. Such 
imagers based on Ge-strip detectors using either coded aper-
ture or Compton techniques are under development. i12, 13j 

Even the neutron picture is not without promise. The fact 
that higher energy neutrons are emitted by at least one cask 
means some of this radiation may emerge with little or no 
scattering as well. Sence, fission-spectrum-neutron imagers 
may be suitable for this application. Such instruments based 
on scattering techniques similar to gamma-ray Compton cam-
eras are also currently under development. i14j 

DI. CJ7CBUSIJ7 
Although different cask types can be identi-

fied using radiation imaging, the images ob-
tained with thermal neutron and low energy 
gamma-ray imagers are dominated by radiation 
that is scattered in the shielding. This scattered 
component overwhelms any residual unscattered 
radiation and its contribution to the image. This 
indicates that cask fingerprinting is not possible 
with such instruments. Sowever, evidence that 
significant fluences of higher-energy, unscat-
tered radiation exit the casks exists. Images ob-
tained with instruments sensitive to this radiation 
may provide the requisite clarity to allow finger-
printing to succeed. Such devices are currently 
under development.  

DII. AC<7JWBE-GEWE7T 
This work was performed under the auspices of 
the U.S. -epartment of Energy by University of 
California, Bawrence Bivermore 7ational Babo-
ratory under Con-tract W-_4Z5-Eng-4`.  
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Fig. \. Sample images of the Castor D/21 cask (left) and the REA-2Z23 cask (right). The 
gamma-ray images are shown in the top row with the corresponding thermal neutron images 
shown in the bottom. The bottom left neutron image reveals the cask as a region of low flux.


